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Abstract 

The  autoreflectance  peak  in  the  angular  reflectance 
distribution  of  laser  radiation  from  nonspecular  surfaces  is 
investigated.  An  experimental  apparatus  using  a He-Ne  laser 
operating  at  632.8  nm  is  described.  This  apparatus  allowed 
measurement  of  the  reflectance  from  a surface  from  0®  to  90° 
from  the  autoreflectance  direction  in  the  plane  of  incidence. 
The  reflectance  measurements  from  surfaces  of  (1)  smoked  MgO, 
(2)  a MgC03  block,  (3)  a nonspecular  gray  paint,  (4)  a 
pigmented,  polymeric  bead  paint,  and  (5)  3M  Company  Black 
Velvet  paint  are  presented.  Each  of  the  five  surfaces  are 
shown  to  exhibit  an  autoreflectance  peak  and  the  dependence 
of  the  peak  magnitude  on  measurement  distance  and  incidence 
angle  is  measured.  A theoretical  reflectance  equation  for 
coherent,  collimated  radiation  incident  on  a surface  of 
spherical  particles  is  developed,  and  the  results  of  this 
equation  are  shown  to  compare  to  the  measured  reflectance 
data  within  a few  percent. 


LASER  AUTOREFLECTANCE 


I Introduction 

Background 

The  fact  that  there  is  a sharp  increase  in  the 
intensity  of  reflected  electromagnetic  radiation  from  a 
surface  illuminated  with  nearly  collimated  radiation  as  the 
reflected  radiation  nears  a propagation  angle  directly  back 
along  the  incidence  direction  (near  autoreflection)  was 
first  observed  and  reported  by  N.  P.  Barabashev  in  1924. 
Barabashev  noted  a sharp  increase  in  the  brightness  of  the 
mare  areas  of  the  moon  as  the  moon  neared  opposition;  hence, 
this  sharp  autoreflectance  peak  has  also  been  called  the 
"opposition  effect."  In  this  thesis,  this  peak  in  the 
reflected  radiation  will  be  addressed  as  the  autoreflectance 
peak. 

A notable  theoretical  treatment  of  the  lunar  auto- 
reflectance peak  was  published  in  1963  by  B.  W.  Hapke  (Ref  4) . 
In  this  article,  Hapke  develops  a theory  for  reflection  of 
radiation  from  a semi-infinite  colloidal  suspension  of 
particles  with  inter-particulate  shadowing.  This  theory 
successfully  accounts  for  the  lunar  autoreflectance  peak 
even  though  we  know  today  that  the  lunar  surface  is  not  a 
colloidal  suspension  of  particles.  Hapke 's  derivation  can 
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be  applied  to  any  surface  where  geometric  shadowing  effects 
are  important. 


It  is  extremely  interesting  to  note  that  the  auto- 
reflectance peak  was  not  conclusively  demonstrated  in  the 
laboratory  until  1966.  P.  Oetking  (Ref  6)  used  wideband, 
collimated  light  from  an  arc  lamp  source  in  an  experimental 
apparatus  which  allowed  measurements  of  the  reflected  inten- 
sity from  a reflecting  surface  to  within  1°  of  the  auto- 
reflectance direction.  With  this  apparatus,  Oetking  observed 
the  autoreflectance  peak  for  nearly  all  the  samples  tested 
including  smoked  MgO,  which  is  commonly  used  as  a standard 
"diffuse"  reflector  coating.  The  autoreflectance  peak  was 
clearly  shown  not  to  be  a specular  reflection  component  since 
the  peak  was  always  evident  in  the  autoreflection  direction 
even  at  large  incidence  angles  to  the  statistically  flat 
surfaces,  where  the  incidence  angle  is  defined  from  the 
surface  normal.  The  existence  of  the  autoreflectance  peak 
obviously  means  that  even  such  standard,  diffuse  reflectors 
as  smoked  MgO  do  not  reflect  radiation  in  accordance  with 
Lambert's  cosine  law. 

In  1976,  W.  G.  Egan  and  T.  Hillgeman  proposed  an 
experimental  arrangement  using  a cube  biprism  for  auto- 
reflectance measurements  (Ref  2) . This  experimental  arrange- 
ment was  designed  to  study  the  autoreflectance  peak  for 
different  integrating  sphere  coatings  since  the  autoreflec- 
tance peak  may  cause  errors  in  hemispherical  reflectance 
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measurements  using  an  integrating  sphere  in  a ref lactometer . 
Reflectance  measurements  of  flat  coatings  of  MgC03,  BaS04 , 
sulfur  and  some  3M  Company  diffusely  reflecting  paints  were 
made  as  a function  of  wavelength  from  a monochrometer  source. 
Only  data  for  normally  incident  radiation  was  published  and 
the  reflectance  curves  are  typically  like  that  shown  in 
Figure  1.  The  autoreflectance  peak  as  a function  of  wave- 
length for  the  monochrometer  source  was  very  similar  to  the 
earlier  results  of  Oetking,  extended  to  the  autoreflection 
direction;  however,  Egan  and  Hillgeman  then  introduced  a 
He-Ne  laser  as  a source  operating  at  632.8  nm  and  found 
that  the  autoreflectance  peak  was  much  more  dramatic  for 
two  surfaces  which  had  a low  hemispherical  reflectance  at 
the  He-Ne  laser  wavelength.  These  two  surfaces  were  blue 
and  black  3M  Company  diffuse  paints.  No  reflectance  curves 
were  given  for  these  surfaces,  but  it  was  stated  that  the 
autoreflectance  peak  intensity  was  about  five  and  seven 
times,  respectively  for  the  blue  and  black  paints,  larger 
than  that  which  would  be  predicted  by  Lambert's  law.  Since 
this  large  autoreflectance  peak  was  found  only  with  the 
laser  illumination,  Egan  and  Hillgeman  suggested  that  the 
effect  was  related  to  the  coherence  length  of  the  incident 
radiation  (Ref  2). 

The  autoreflectance  peak,  which  has  been  demonstra- 
ted to  exist  for  commonly  used  "diffuse"  reflecting 
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Figure  1 . Typical  Reflectance  Curve  for  a Nonspecular  ourface 
with  Low  Coherence,  formally  Incident  Irradiance 
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surfaces,  is  an  important  problem  in  laser  safety,  remote 
laser  sensor  systems,  and  in  reflectance  measurements.  The 
autoreflectance  peak  is  important  to  laser  safety  because 
in  some  cases,  unusually  large  intensities  of  radiation  may 
be  reflected  from  such  surfaces  as  painted  walls.  The 
autoreflectance  peak  may  be  advantageous  to  remote  laser 
sensor  systems  such  as  laser  rangefinders  and  active  laser 
designator  and  tracking  systems  because  of  the  high  laser 
return  signal  in  the  near  autoreflectance  direction.  As 
illustrated  by  the  typical  reflectance  curve  in  Figure  1, 
the  autoreflectance  peak  must  be  considered  when  performing 
reflectance  measurements  in  the  laboratory  and  in  the  field. 
The  autoreflectance  peak  is  important  to  each  of  these  areas. 

The  autoreflectance  peak  has  been  demonstrated  to  be 
a real  effect.  The  peak  has  been  shown  to  exist  at  large 
incidence  angles  to  the  surface  normal  (Ref  5) , and  it  has 
been  stated  that  for  some  surfaces,  the  peak  is  much  more 
dramatic  for  laser  radiation  than  for  low  coherence  radia- 
tion of  approximately  the  same  wavelength  (Ref  2) . The 
autoreflectance  peak  is  important  to  many  areas  of  optical 
engineering,  so  this  effect  must  be  characterized  by 
measurement  and  explained. 

Objective 

From  the  background  discussion,  it  is  apparent  that 
there  is  some  published  experimental  data  which  demonstrate 
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the  autoreflectance  peak,  but  the  only  autoreflectance  data 
for  a laser  source  is  found  in  Refs  2 and  3.  This  data  is 
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limited  to  a few  data  points  for  nonspecular  reflectors  and 
leaves  many  questions  unanswered.  The  effects  of  reflecting 
surface  structure,  angles  of  incidence  and  reflection  of  the 
radiation,  incident  beam  intensity,  and  incident  beam  wave- 
length on  the  autoreflectance  peak  are  not  known. 

The  objective  of  this  effort  is  to  experimentally 
analyze  laser  radiation  reflectance  for  a selected  number 
of  nonspecularly  reflecting  surfaces  and  to  formulate  a 
radiometric  function  which  describes  the  reflectance  of 
laser  radiation  from  such  surfaces. 


Theoretical  Approach 

For  this  written  presentation,  a theoretical  discus- 
sion will  be  presented  first,  and  then  the  experiment  will 
be  discussed;  however,  the  experiment  was  actually  conducted 
first  to  experimentally  analyze  the  autoreflectance  peak 
before  the  theory  was  formulated.  The  theory  presented  is 
based  on  two  surface  reflectance  models;  (1)  Hapke's 
geometric  shadowing  model  assuming  perfectly  incoherent 
incident  radiation,  and  (2)  H.  C.  van  de  Hulst's  glory 
interference  model  assuming  perfectly  coherent  incident 
radiation. 

Hapke's  model  is  used  to  describe  the  reflectance 
of  collimated,  perfectly  incoherent  radiation  from  a 
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statistically  flat  surface  with  gaps  and  holes  in  the 
particulate  surface  microstructure.  A rough,  hypothetical 
surface  is  approximately  modeled  and  a governing  equation 
for  the  reflected  intensity  measured  by  a proposed  experi- 
mental arrangement  is  derived. 

H.  C.  van  de  Hulst's  "glory"  model  is  used  to 
describe  the  refraction  of  radiation  into  and  back  out  of 
the  particles  which  form  the  reflecting  surface.  The 
simplest  case  of  glory  scatter  with  one  internal  reflection 
is  modeled  for  coherent,  collimated  radiation  incident  on  a 
spherical  particle.  The  resultant  glory  intensity  distri- 
bution is  derived,  and  the  final  result  of  the  theory  is 
the  combination  of  Kapke's  geometric  shadowing  model  and 
van  de  Hulst's  glory  model. 

Experimental  Approach 

To  analyze  the  laser  autoreflectance  peak,  an 
experiment  was  designed  to  measure  the  reflected  intensity 
from  different  nonspecularly  reflecting  surfaces  for  a 
given  wavelength  of  incident  radiation  as  a function  of 
(1)  the  angles  of  incidence  and  reflectance  as  defined  from 
the  surface  normal,  (2)  the  polarization  state  of  the 
incident  radiation,  (3)  the  surface  irradiance,  and  (4)  the 
range  from  the  reflecting  surface  to  the  measurement  aper- 
ture. 
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An  experimental  arrangement  is  described  which  | 

allows  measurement  of  the  reflected  intensity  from  the  i 

i 

surface  from  0°  out  to  90°  from  the  autoreflectance  direc-  ! 

tion.  This  arrangement  utilizes  (1)  a long  coherence 
length,  linearly  polarized  He-Ne  laser,  (2)  a half-wave 
plate  to  rotate  the  direction  of  polarization,  (3)  a beam 
expander,  (4)  a beam  splitter  to  allow  autoreflectance 
measurements  and  (5)  a photomultiplier  tube  detector  mounted 
on  a rotating,  variable  length  rail.  Sensitivity  measure- 
ments for  the  experimental  arrangement  and  a technique  for 
determining  the  background  signal  are  presented.  The 
procedure  used  for  reflectance  measurements  with  this 
experimental  arrangement  is  discussed. 

Reflectance  measurements  were  accomplished  with  five 
nonspecular  surfaces.  These  five  surfaces  are  (1)  smoked 
MgO,  (2)  a MgC03  block,  (3)  a nonspecular  gray  paint,  (4)  a i 

pigmented,  polymeric  bead  paint,  and  (5)  3M  Company  Black 
Velvet  paint.  These  surfaces  represent  a range  of  relative 
reflectance  of  from  1.0  to  0.025  as  referenced  to  the 
smoked  MgO  surface  at  the  632.8  nm  He-Ne  wavelength.  The 
surface  microstructure  of  each  of  these  materials  is 
documented  with  field  emission  scanning  electron  micrographs. 

The  final  step  is  the  presentation  and  discussion 
of  the  measured  results  for  the  five  nonspecular  surfaces. 

The  final  equation  derived  in  the  theoretical  discussion  is 
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II 


Theoretical  Discussion 


The  theory  presented  is  based  on  two  existing 
theories:  (1)  B.  W.  Hapke's  geometric  shadowing  theory  and 

(2)  H.  C.  van  de  Hulst's  glory  scatter  theory.  Hapke's 
theory  is  used  to  describe  the  reflectance  of  collimated, 
incoherent  radiation  from  a statistically  flat  nonspecular 
surface  with  gaps  and  holes  in  the  particulate  surface 
microstructure.  Van  de  Hulst's  glory  scatter  theory  is 
used  to  describe  the  interference  of  radiation  which 
refracts  into  and  back  out  of  the  particles  which  form  the 
reflecting  surface.  The  reflectance  distribution  of  laser 
radiation  reflected  from  a nonspecular  surface,  as  measured 
by  a finite  aperture  measurement  system,  is  shown  to  be  a 
combination  of  the  two  theories. 

Hapke ' s Geometric  Shadowing  Theory 

The  only  known  surface  reflection  theory  which 
successfully  predicts  an  autoreflectance  peak  for  nonspecu- 
larly  reflecting  surfaces  is  B.  W.  Hapke's  geometric 
shadowing  theory  (Ref  4) . This  model  was  originally 
developed  to  explain  the  lunar  "opposition  effect,"  but  it 
can  readily  be  applied  to  any  type  of  nonspecularly  reflec- 
ting surface  with  incoherent  collimated  incident  radiation. 
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This  equation  will  later  be  used  to  describe  the  intensity 
envelope  for  an  interference  pattern  resulting  from  the 
reflectance  of  laser  radiation  from  a nonspecular  surface. 

A few  changes  to  Hapke's  theory  are  made;  however, 
the  same  derivation  procedure  as  originally  published  by 
Hapke  can  be  followed  with  the  same  final  reflected  inten- 
sity equation  when  the  assumption  of  perfectly  incoherent 
incident  radiation  is  used.  Hapke's  theory  is  presented  in 
two  parts.  First,  the  surface  model  will  be  developed  with 
a brief  discussion  of  Hapke's  derivation  procedure.  Then, 
Hapke's  reflected  intensity  equation  will  be  presented,  and 
the  predictions  of  this  equation  will  be  examined. 

Surface  Model.  The  only  difference  between  Hapke's 
derivation  and  the  following  reflectance  model  discussion 
is  the  description  of  the  surface  medium  which  reflects 
the  incident  radiation.  Hapke's  model  assumes  that  the 
medium  is  a semi-infinite,  colloidal  suspension  of  micro- 
scopic scattering  and  absorbing  objects  arranged  in  an  open 
network.  These  objects  have  number  density  n and  cross- 
sectional  area  a . The  scattering  objects  must  be 
separated  enough  to  prevent  interference  of  radiation 
reflected  from  different  scatterers.  Here  the  reflecting 
medium  is  modeled  as  a semi-infinite  arrangement  of  radia- 
tion scattering  and  absorbing  objects  which  are  bound 
together  to  form  a solid  surface,  so  perfectly  incoherent 
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radiation  is  assumed  for  the  moment  to  negate  interference 
effects.  The  assumptions  to  be  applied  in  this  surface 
model  are  listed  below. 


(1)  The  surface  consists  of  a semi-infinite  arrange- 
ment of  roughly  spherical  scattering  objects. 
These  objects  are  large  with  respect  to  the 
wavelength  of  the  incident  radiation  and  are 
arranged  irregularly  enough  within  the  medium 
such  that  on  a macroscopic  scale  the  surface 
appears  flat  and  homogeneous. 

(2)  The  incident  radiation  is  collimated  and 
incoherent. 

(3)  Only  singly  scattered  rays  are  important. 

(4)  An  effective  scattering  law  can  be  used  to 
describe  the  reflection  of  radiation  of  the 
individual  objects  that  comprise  the  reflecting 
medium,  and  this  scattering  law  is  a function 
only  of  the  angles  of  incidence  and  reflectance. 

(5)  Where  absorption  occurs,  it  is  continuous  such 
that  the  intensity  of  radiation  exponentially 
decreases  with  an  extinction  coefficient  which 
is  proportional  to  distance  in  the  absorbing 
medium. 
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The  only  differences  between  these  assumptions  and 
those  presented  in  Hapke's  derivation  (Ref  4)  are  the 
assumptions  of  incoherent  incident  radiation  and  spherical 
I scattering  objects.  The  reason  for  assuming  incoherent 

I incident  radiation  has  already  been  discussed.  The 

! assumption  of  spherical  scattering  objects  will  be  discussed 

in  the  experimental  results. 

[ On  a macroscopic  scale,  the  surface  of  the  reflecting 

I 

medium  appears  flat  and  homogeneous,  but  on  a microscopic 
scale,  only  an  effective  surface  can  be  defined.  Only  a 
flat  effective  surface  will  be  considered  in  this  discussion. 

The  effective  surface  can  be  modeled  as  a large  nxamber  of 
microscopic  tubes  whose  cross-sectional  areas  are  of  the 
same  order-of -magnitude  as  the  individual  scattering  object 
cross-sections,  a , as  illustrated  in  Figure  2.  The 
length  of  these  microscopic  tubes  is  equal  to  the  distance 
into  the  effective  surface  a ray  can  penetrate  before 
encountering  a scattering  object.  The  tube  lengths  are 
always  parallel  to  the  direction  of  the  incident  radiation. 

For  a random  surface  arrangement  of  these  objects,  the 
tubes  will  have  various  lengths  from  zero  to  many  times  the 
diameter  of  an  average  object  size.  The  idea  that  a ray 
can  penetrate  well  into  the  reflecting  medium  before 
encountering  a scattering  object  is  crucial  to  this  discus- 
sion. Figure  2 is  shown  in  two  dimensions.  In  a 
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Normal 


(i  + r) 


Figure  2,  Idealized  Reflecting  Surface  hodel 
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three-dimensional  representation,  there  can  be  many  tubes 
through  the  outer  layer  of  individual  objects  even  though 
these  objects  may  be  bound  together  to  form  a real  surface. 
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Now  consider  a particular  tube  through  the  effective 
surface.  Light  can  pass  through  the  tube  and  scatter  from 
the  object  at  the  end  of  the  tube.  The  scattered  radiation 
can  travel  back  out  the  end  of  the  tube  without  encountering 
any  other  scattering  objects,  but  the' radiation  scattered 
into  the  imaginary  wall  of  the  tube  has  a finite  probability 
of  encountering  another  scatterer. 

An  incident  beam  of  collimated  radiation  whose  beeun 
diameter  is  orders  of  magnitude  larger  than  the  average 
scattering  object  size  will  be  attenuated  as  it  penetrates 
beyond  the  effective  surface  according  to  the  expression 
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^ -z/t  cos  i 


(1) 


where  I is  the  intensity  at  a distance  z below  the 
effective  surface,  is  the  intensity  at  the  effective 

surface,  t is  the  distance  over  which  the  beam  is 
attenuated  by  the  factor  e , and  i is  the  angle  of 
incidence  as  defined  from  the  normal  to  the  effective 
surface.  This  expression  assumes  a continuous  scattering 
process  which  is  expected  to  be  a valid  approximation  over 
a distance  which  is  large  with  respect  to  the  individual 
scattering  object  size. 
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Radiation  which  is  reflected  can  intersect  the  tube 
walls  or  it  can  pass  directly  back  out  the  ends  of  the  tubes. 
Radiation  which  is  reflected  at  an  angle  that  intersects  the 
walls  of  an  average  area  tube  will  be  attenuated  on  the  way 
out  in  a manner  similar  to  Eq  1 with  the  angle  i replaced 
by  the  reflection  angle  r , where  r is  again  defined 
from  the  effective  surface  normal.  Only  reflection  in  the 
plane  of  incidence  will  be  considered  where  the  plane  of 
incidence  is  the  plane  formed  by  an  incident  ray  and  the 
effective  surface  normal.  The  angle  i is  always  taken  as 
positive,  and  r is  taken  as  positive  on  the  opposing  side 
of  the  surface  normal  from  i and  negative  on  the  same  side 
of  the  normal.  Radiation  which  reflects  at  a small  angle 
(i  + r)  does  not  intersect  the  tube  walls,  so  Eq  1 is  not 
applied  to  this  fraction  of  the  radiation  as  it  reflects 
back  out  of  the  reflecting  medixam.  Radiation  which  does 
intersect  the  tube  walls  is  attenuated  further  as  it 
reflects  back  out  of  the  reflecting  medivun.  Thus,  even 
though  the  scattering  objects  within  the  reflecting  medium 
may  scatter  isotropically,  that  radiation  escaping  out  the 
ends  of  the  tubes  is  more  intense  than  the  radiation  which 
intersects  the  walls  of  the  tubes. 

The  fraction  of  reflected  radiation  which  escapes 
the  ends  of  the  tubes,  F(z,  i,  r),  is  a function  of  the 
shape  of  the  tube,  the  length  of  the  tube  and  the  angle 
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(i  + r)  . The  imaginary  tubes  for  a real  surface  would  be 
of  irregular  shape,  but  Hapke  chose  a square  cross-section 
to  simplify  the  analytic  treatment.  F(z,  i,  r)  is  the  same 
as  the  fractional  overlapping  area  of  two  rectangles  whose 
centers  are  displaced  by  2 tan(i+r)/cos  i , as  shown  in 
Figure  3.  The  bottom  of  the  square  tube  is  always  fully 
illuminated.  The  fraction  of  radiation  escaping  out  the  end 
of  the  tube  at  the  angle  (i  + r)  is  given  by 

F(z,i,r)  = [y^  - yz  tan(i+r)/cos  i]/y^  (2) 

or 


F(z,i,r)  = 1 - z tan(i+r)/y  cos  i 


where 


O < (i+r)  < arctan  [ (y  cos  i)/z] 


(3) 


(4) 


and 

F(z,i,r)  = O (5) 

where 

(i+r)  < O and  (i+r)  > arctan  [ (y  cos  i)/z]  (6) 

Hapke ' s Reflected  Intensity  Equation . Using  the 
fractional  term  given  by  Eq  3 and  the  attenuation  term 
given  by  Eq  1,  Hapke  set  up  an  equation  for  the  differential 
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intensity  reflected  toward  a detector  from  a volume  element 
dV  with  the  measurement  geometry  shown  in  Figure  4.  dw  is 
the  acceptance  angle  of  the  detector,  dA  is  the  area  of 
the  effective  surface  seen  by  the  detector,  R'  is  the 
distance  to  the  effective  surface  from  the  detector,  R is 
the  distance  from  the  detector  to  dV  , z is  the  distance 
of  dV  below  the  effective  surface,  r is  the  reflectance 
angle  from  the  effective  surface  normal,  i is  the 
incidence  angle  from  the  effective  surface  normal,  and  Iq 
is  the  intensity  of  the  collimated  incident  radiation. 
Integration  from  R = R'  to  R = <»  resulted  in  (Ref  4:4575) 

I = I bdfidA  cos  |rl  (1+cos  | r j /cos  i)  ^ S (i+r)  H (i+r  ,g)  (7) 

where 


rn  -9/tan  ji+rl 
l3-e  J 


(8) 


for 


i+rl  < 71/2 


(9) 


or 


H(i+r,g)  = 1 


(10) 
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for 


li-t-rj  > tt/2  (11) 

Iq  is  the  incident  intensity,  b is  the  reflectivity  of 
an  individual  scattering  object,  dO  is  the  solid  angle 
subtended  at  the  effective  surface  by  the  detector,  S{i+r) 
is  the  scatter  function  for  an  average  scattering  object  in 
the  reflecting  surface,  g = y/x  , y is  the  average 
shadowing  tube  dimension  as  in  Figure  3,  and  x is  the 
distance  of  penetration  of  the  incident  beam  into  the 
effective  surface  to  where  it  is  attenuated  by  1/e  . All 

the  terms  in  Eq  7 are  determined  by  the  measurement  geometry 
except  b , g , and  S(i+r)  which  are  determined  by  the 
surface  reflecting  the  incident  radiation,  b and  g are 
experimentally  measureable  quantities,  so  only  S(i+r) 
remains  to  be  discussed. 

Assuming  that  the  nonspecular  surface  is  made  up  of 
small,  spherical  particles,  S(i+r)  can  be  analytically 
determined.  The  assumption  of  spherical  particles  will  be 
specifically  addressed  in  the  experimental  discussion.  The 
incident  radiation  treated  here  with  Hapke's  theory  is 
perfectly  incoherent.  An  isolated,  spherical  particle  of 
a size  where  ray  optics  may  be  applied  would  be  expected  to 
scatter  the  incident  radiation  almost  isotropically;  however, 
when  these  small  spherical  particles  are  compacted  to  form 
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a surface,  the  effective  scattering  function  for  a single 
sphere  becomes  more  of  a backscatter  function.  This 
compaction  result  may  be  approximated  by  assuming  that  the 
elemental  surface  segments  of  the  illuminated  side  of  the 
sphere  scatter  radiation  according  to  Lambert's  cosine  law. 
The  scattering  pattern  for  such  an  assumption  has  been 
worked  out  by  Schoenberg  (Ref  7:111-2)  as 


S (i+r)  = [sin  |i+r|  + (it- | i+r  | ) cos  |i+r|]/TT 


using  the  angles  defined  in  Figure  4. 

The  reflected  intensity  pattern  for  collimated, 
incoherent  radiation  incident  on  a reflecting  surface  made 
up  of  small  spherical  particles  is  thus  given  by  Eq  7 with 
Eqs  8 or  10  and  Eq  12.  Eq  7 is  plotted  in  Figure  5 for  the 
case  of  normally  incident  radiation  with  g = 0.1  . The 

curve  has  been  normalized  to  Lambert's  law  (dashed  curve) 
by  numerical  integration  in  three  dimensions.  The  radiation 
apparently  reflected  from  the  elemental  area  dA  of  this 
model  surface  is  thus  spherically  diverging  with  the 
intensity  envelope  shown  for  g = 0.1 

In  the  discussion  of  Hapke's  theory,  a significant 
assumption  was  made  which  must  be  reconsidered  for  the  case 
of  laser  radiation  incident  on  a nonspecular  surface.  This 
assumption  involves  the  coherence  of  the  incident  radiation. 
For  incident  radiation  with  a long  coherence  length. 


liapke's  aquation  for  Normally  Incident  rtadiation  with 
e = 0.1  Normalized  to  a lerfect  Lambertian  Reflector 


interference  effects  would  be  expected  in  the  reflected 
radiation  pattern.  Interference  effects  were  not  considered 
in  the  development  of  Hapke's  reflected  intensity  equation. 

The  interference  of  radiation  reflected  from  the 
assumed  spherical  particles  which  forro  a statistically 
rough  surface  as  depicted  in  Figure  2 is  not  easily  treated 
analytically.  A statistically  rough  surface  which  has 
variations  in  the  depth  of  the  real  surface  below  the 
effective  surface  of  only  a fraction  of  a wavelength  of  the 
incident  radiation  can  present  a very  complicated  interfer- 
ence pattern.  A realistic  surface  also  has  a distribution 
of  particle  sizes  which  adds  to  the  complication  of  the 
interference  pattern. 

To  treat  the  interference  of  radiation  scattered 
from  a surface  of  the  particulate  spheres,  an  ordered  array 
of  in-phase  coherent  oscillators  could  be  used  to  represent 
the  spherical  particles.  This  ordered  array  of  point  source 
oscillators  can  be  analytically  treated,  and  the  result 
would  be  a nearly  periodic  series  of  sharp  interference 
peaks;  however,  an  ordered  array  of  point  source  oscillators 
does  not  represent  a realistic  nonspecular  surface.  If  the 
ordered  array  of  point  oscillators  was  perturbed  to  a random 
distribution  with  a wide  variation  in  oscillator  spacing, 
the  interference  peaks  would  be  much  more  numerous  with  a 
random  angular  distribution  and  a decreased  amplitude. 
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When  a surface  composed  of  spherical  particles  like 
that  in  Figure  2 is  considered  with  a surface  roughness 
greater  than  X and  with  a distribution  in  the  sphere  size, 
the  interference  pattern  will  be  complicated  in  a similar 
manner.  The  interference  peaks  will  "fill  in"  under  the 
intensity  envelope  defined  by  Eq  7.  Therefore,  if  the 
measurement  aperture  of  a measurement  system  as  in  Figure  4 
is  sufficiently  large,  the  individual  interference  maxima 
will  not  be  resolved.  The  measured  reflected  intensity 
distribution  with  a sufficiently  large  measurement  aperture 
will  be  approximately  that  described  by  Eq  7,  as  in  the  case 
of  incoherent  radiation  incident  on  the  same  surface  model 
assumed  earlier. 

The  result  of  this  discussion  is  that  even  though 
the  incident  radiation  is  coherent,  interference  effects 
arising  from  reflection  of  radiation  from  the  surface  of 
the  individual  spheres  of  the  reflecting  surface  can  be 
neglected  if  a sufficiently  large  measurement  aperture  is 
considered.  The  measured  laser  radiation  reflectance  from 
a nonspecular  surface  with  this  condition  would  be  approxi- 
mately given  by  Eq  7. 

Van  de  Hulst ' s Glory  Theory 

If  the  spherical  particles  forming  a nonspecular 
surface  are  not  perfect  conductors,  it  is  also  reasonable 
to  expect  that  radiation  can  refract  into  and  back  out  of 
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these  spheres.  When  coherent  radiation  is  incident  on  such 
a sphere,  radiation  which  refracts  into  and  back  out  of  the 
sphere  can  interfere.  H.  C.  van  de  Hulst  (Ref  7:249-58) 
has  previously  treated  this  interference  effect  which  is 
often  called  "glory." 

The  analysis  of  the  glory  interference  is  approached 
in  two  steps.  First,  the  simplest  case  of  glory  from  a 
single  sphere  is  examined.  Then,  the  interference  pattern 
of  coherent  radiation  reflected  from  a nonspecular  surface 
of  spheres  is  discussed. 

The  simplest  ray  diagram  which  illustrates  scatter 
due  to  refraction  into  a sphere  is  shown  in  Figure  6.  Three 
parallel  rays  are  incident  on  the  right  side  of  the  sphere, 
refract  into  the  sphere,  reflect  from  the  rear  of  the 
sphere,  and  refract  into  a backscatter  direction.  The  final 
rays  are  diverging  from  the  point  0 . 

Coherent  radiation  illuminating  one  side  of  the 
sphere  could  thus  generate  a ring  of  "source"  points  along 
the  curve  generated  by  revolving  the  point  0 around  the 
horizontal  axis.  Such  a ring  would  result  in  a toroidal 
wavefront  emerging  in  the  backscatter  direction  which  can 
interfere.  The  circle  in  Figure  7 represents  the  focal 
circle  from  which  the  toroidal  wavefront  is  emerging.  The 
radius  of  this  circle  is  assumed  to  be  approximately  the 
same  as  the  radius  of  the  sphere,  a . The  incident 
radiation  is  linearly  polarized  at  an  angle  T referenced 


Figure  6.  r^ay  Diagram  Illustrating  Backscatter 
of  Radiation  from  a Sphere  (Ref  7:250) 


to  the  plane  of  incidence  which  is  the  plane  of  Figure  6 
(indicated  by  the  dashed  line  in  Figure  7) . The  radiation 
vector  c(<|))  emerging  from  a point  on  the  circle  specified 
by  the  angle  <})  consists  of  two  components  with  the  ampli- 
tudes Bj  cos  in  the  radial  direction  and  sin 

in  the  counterclockwise  tangential  direction.  Bj  and  B^ 
are  proportional  to  and  the  material  of  the 

sphere.  To  determine  the  amplitude  vectors  of  the  total 
wave  at  the  assumed  small  angle  r from  the  sphere  axis  in 
the  plane  of  incidence,  the  emerging  vector  at  all  points 
around  the  circle  must  be  decomposed  into  components 
perpendicular  and  parallel  to  the  plane  of  incidence. 
Respectively,  these  are 

(4>)  = (BjCos^(j)+B2sin^4*)  sin  - (B^-B^ ) sincj)  cos<|>  cosij;  (13) 

and 

(()>)  = (B^-B^)sin4)  cos4>  sin)J;  - (B ^ sin^(j>+B^cos^cj)) cosij^  (14) 

Using  the  substitution  u = sin(2TTar/X)  = 2 a|r|/X  , the 
amplitudes  of  the  emergent  radiation  are 

, 2iT  -iucoscf) 


I 


I 
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Eq  15  can  be  integrated  with  the  substitution  of  Eqs  13  and 
14  for  the  results 


= Jj  sin  ip  (u)-J2  (u)  ] + [J^  (u)  (u)  ] } (16) 


and 

Aj  = hcosii  {Bj  [J„  (u)+J3  (u)  ] + B^  [Jq  (u)-J2  (u)  ] } (17) 

The  intensities  are  readily  computed  from  the  square 
of  the  magnitude  of  the  amplitudes.  For  the  simplifying 
case  of  horizontally  polarized  incident  radiation,  \J)  = 0 , 

the  intensity  scattered  at  the  dimensionless  angle  u is 

I(u)  = % I Bj [Jo (u)+J2 (u) ] + B2 [Jo (u)-J2 (u) ] I 2 (18) 

It  is  expected  for  most  nonspecular  surface  materials  that 
= 02  t so  Bj  = Bj  . Eq  18  simplifies  to 

I(u)  = (19) 

Eq  19  is  the  intensity  of  radiation  scattered  from  a single 
sphere  at  the  angle  u = 2TTalr|/X  for  the  coherent  incident 
radiation  polarized  in  the  plane  of  incidence.  The  radia- 
tion is  spherically  divergent  with  the  intensity  envelope 
defined  by  Eq  19,  and  its  pea)c  is  always  in  the  autoreflec- 
tance direction.  The  glory  is  wholly  unpolarized  with 
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Bj  = Bj  . Thus,  the  polarization  state  of  the  incident 
radiation  does  not  affect  the  glory  scatter. 

Figure  8 shows  the  results  of  Eq  19  with  a = 5 ym 
and  X = 0.6328  uni  . The  glory  intensity  distribution  is 
broad  for  a small  u and  narrow  for  a large  u . When 
a is  much  greater  than  X , the  small  angle  approximation 
used  in  the  equation  for  u is  satisfied. 

Figure  8 shows  the  glory  scatter  distribution  from 
a single  spherical  particle.  The  interference  effects  of 
the  glory  scatter  from  a multitude  of  different  spherical 
particles  forming  a nonspecular  surface  would  be  identical 
to  that  argued  in  the  previous  discussion  of  the  interfer- 
ence of  radiation  reflected  from  the  surface  of  the  spheres 
forming  a nonspecular  surface.  Surface  roughness  and  a 
spread  in  the  distribution  of  spherical  particle  size  will 
again  cause  any  multiple  particle  interference  maxima  to 
fill  in  under  the  intensity  envelope  curve  given  by  Eq  19. 
The  interference  of  the  glory  scatter  from  the  random 
surface  arrangement  can  again  be  neglected  if  a sufficiently 
large  measurement  aperture  is  assumed.  The  measured  glory 
intensity  distribution  with  this  assumption  will  be  Eq  19. 

Final  Reflectance  Equation  for  a Nonspecular  Surface 

The  reflectance  of  coherent,  collimated  radiation 
from  a nonspecular  surface  has  been  investigated  with  two 
separate  models:  (1)  Hapke's  geometric  shadowing  theory  and 
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(2)  van  de  Hulst's  glory  scatter  theory.  Hapke's  model  was 
used  to  describe  the  reflectance  of  coherent  radiation  from 
a statistically  rough  nonspecular  surface  with  gaps  and 
holes  between  the  spherical  particles  forming  the  surface. 
Van  de  Hulst's  glory  scatter  model  was  used  to  describe  the 
interference  of  radiation  from  refraction  into  and  back  out 
of  the  spherical  particles  which  form  the  nonspecular 
surface.  Both  models  used  the  assumption  of  a sufficiently 
large  measurement  aperture  such  that  the  interference  peaks 
of  the  radiation  scattered  from  a large  number  of  spherical 
particles  could  not  be  resolved.  Each  of  the  models 
resulted  in  a reflected  intensity  envelope,  Eq  7 and  Eq  19, 
which  would  be  measured  by  this  sufficiently  large  measure- 
ment aperture  for  laser  radiation  reflecting  from  a nonspec- 
ular surface  of  spherical  particles. 

It  is  intuitively  obvious  that  both  geometrically 
shadowed  scattering  and  glory  scattering  can  take  place 
simultaneously.  Thus,  the  total  reflected  intensity  from 
a nonspecular  surface  of  spherical  particles  will  be  a 
combination  of  the  results  of  both  models.  Since  the  terms 
may  be  assumed  to  be  noninterfering  due  to  surface  roughness 
and  variations  in  the  spherical  particle  size,  the  total 
measured  reflectance  will  be  the  sum  of  Eqs  7 and  19. 


33 


I = I-dfidA  cos  I r I 1 

Oil  7T 

-1 

{b  [1+cos  I r I /cos  i]  H (i+r  ,g) +B^  | (2Tia  ( r | /A ) | ^ } (20) 

where  H(i+r,g)  is  given  by  Eq  8 or  10,  and  g = y/t 

Eq  20  is  the  final  result  of  the  theoretical  discus- 
sion. In  the  development  of  Eq  20,  it  was  assiamed  that  the 
reflecting  surface  is  made  up  of  spherical  particles  which 
are  large  with  respect  to  the  wavelength  of  the  incident 
radiation  and  rough  with  a statistical  variation  of  the  real 
surface  from  the  effective  surface.  Another  assumption  was 
that  the  measurement  aperture  must  be  sufficiently  large  so 
that  multiple  particle  interference  maxima  are  not  resolved. 
These  assumptions  must  be  considered  before  applying  this 
equation  to  any  experimental  results.  Each  of  the  variables 
Iq  , dSl  , dA  , r , i , and  X in  Eq  20  are  determined  by 
an  experimental  measurement  system.  An  experiment  for  the 
determination  of  each  of  these  variables  is  presented  in 
the  experimental  discussion.  The  surface  variables  in  Eq  20 
(b  , , a , y , and  x ) will  be  discussed  in  the  experi- 


mental 


results . 


Ill  Experimental  Discussion 


The  experiment  was  designed  to  measure  the  reflected 
intensity  of  laser  radiation  from  a nonspecular  surface  as  a 
function  of  (1)  the  angles  of  incidence  and  reflectance  as 
defined  in  the  theoretical  discussion,  (2)  the  angle  of  the 
linear  polarization  state  from  the  plane  of  incidence, 

(3)  the  total  radiant  power  incident  on  the  surface,  and 

(4)  the  range  from  the  reflecting  surface  to  the  measurement 
aperture.  Only  statistically  flat,  nonspecular  surfaces 
were  used,  and  all  reflected  intensity  measurements  were 
confined  to  the  plane  of  incidence.  The  experimental 
discussion  is  presented  in  three  parts:  (1)  the  experimental 
arrangement  is  described,  (2)  a sensitivity  measurement 
analysis  is  discussed,  and  (3)  the  experimental  procedure  is 
discussed. 

Experimental  Arrangement 

The  experimental  measurement  system  is  shown  in 
Figure  9.  The  measurement  system  consisted  of  (1)  a long 
coherence  length,  linearly  polarized  He-Ne  laser,  (2)  a 
half-wave  plate,  (3)  beam  power  and  spectrum  monitors,  (4)  a 
chopper,  (5)  a beam  expander,  (6)  a beam  splitter,  (7)  a 
reflecting  surface  to  be  studied,  (8)  the  detector  assembly, 
and  (9)  the  signal  processing  components.  The  above 
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components  will  be  briefly  described,  then  the  system 
operation  will  be  discussed. 

Laser.  The  source  used  for  all  measurements  is  a 
Spectra-Physics  Model  125A  He-Ne  laser  operating  at  0.633  urn, 

CW.  This  laser  has  a 1.8  m plasma  tube  with  an  adjustable 

output  mirror,  a Model  325  cavity  extension  with  a Model  585 

coherence  extender  (tuneable  etalon) , and  an  adjustable  | 

i 

prism  used  as  the  final  cavity  mirror  and  for  frequency 
tuning . 

The  tuneable  etalon  in  the  laser  cavity  is  used  to 
eliminate  all  but  one  longitudinal  cavity  mode.  This 
reduces  the  frequency  bandwidth  and  extends  the  coherence 

length  of  the  laser  output.  The  power  output  with  the  laser  ' 

I 

operating  in  a single  longitudinal  cavity  mode  at  0.633  ym  i 

in  a TEM^^  mode  is  less  than  3 mW.  1 

oo  j 

The  plasma  tube  uses  Brewster ' s angle  end  windows , 

and  the  laser  output  is  linearly  polarized.  The  output  beam  ] 

1 

divergence  is  about  0.7  milliradian  and  the  beam  waist,  | 

which  is  very  close  to  the  laser  output  aperture,  is  about  | 

2 mm  across  the  1/e^  points.  | 

I 

Half-Wave  Plate . The  laser  output  is  linearly  ] 

polarized  in  the  vertical  direction,  so  a Spectra-Physics 
Model  310  half-wave  plate  was  used  to  rotate  the  direction 
of  linear  polarization  to  any  desired  angle  with  respect  to 
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the  horizontal  plane  of  incidence.  The  half-wave  plate  is 
graduated  in  degrees  and  mounts  directly  to  the  front  of 
the  laser  assembly. 

Beam  Power  and  Spectrum  Monitors . The  relative 
magnitude  of  the  total  beam  power  was  continuously  monitored 
with  a Spectra-Physics  Model  401C  power  meter.  The  power 
monitor  signal  was  derived  from  optical  component  surface 
reflections  in  the  optical  spectrum  analyzer.  The  portion 
of  the  beam  power  reflected  into  the  power  meter  depended 
on  the  polarization  angle  of  the  laser  output,  but  this 
power  monitor  was  useful  in  observing  the  variation  of  beam 
power  during  a reflectance  data  scan  at  a fixed  polarization 
angle. 

The  spectral  output  of  the  laser  was  continuously 
monitored  with  a Spectra-Physics  Model  470-1  Optical 
Spectrum  Analyzer.  This  device  is  a scanning  Fabry-Perot 
interferometer  with  a free  spectral  range  of  2 GHz  and  a 
bandwidth  of  20  MHz.  The  maximum  resolution  is  thus  20  MHz, 
full  width  at  half  maximum.  The  laser  was  operating  in  a 
single  longitudinal  mode  which  was  not  resolved,  so  it  can 
only  be  stated  that  the  coherence  length  of  the  laser  was 
greater  than  or  equal  to  about  15  m.  A small  percentage  of 
the  beam  was  reflected  into  the  optical  spectrum  analyzer 
with  a flat  plate  dielectric  beam  splitter.  The  optical 
spectrum  analyzer  was  used  to  insure  that  the  laser  spectral 


characteristics  did  not  significantly  change  during  the 
measurements . 


Chopper.  A Keithley  Model  8403-225  synchronous 
chopper  was  placed  in  the  beam  path  to  chop  the  beam  at 
225  Hz.  With  the  internal  synchronizing  signal  from  the 
chopper,  the  output  from  the  photomultiplier  detector  could 
thus  be  synchronously  amplified  with  a lock-in  amplifier. 

Beam  Expander.  The  laser  beam  was  expanded  and 
collimated  using  a Jodon  spatial  filter  with  a lOX  micro- 
scope objective,  a 25  ym  pinhole  aperture,  and  a glass 
collimating  lens.  The  emergent  beam  size  could  be  changed 
by  substituting  different  focal  length  collimating  lenses. 
Using  different  diameter  collimated  beams,  the  reflecting 
surface  irradiance  could  be  varied  with  a relatively 
constant  total  beam  power. 

Beam  Splitter.  The  beam  splitter  was  a 28  mm 
diameter,  3 mm  thick,  fused  silica  flat  with  a first 
surface  gold  film  coating.  The  gold  film  was  deposited  on 
the  beam  splitter  substrate  using  an  in-house,  tungsten 
filament  evaporation  system.  Enough  gold  was  deposited  on 
one  side  of  the  substrate  to  achieve  50%  transmission 
through  the  beam  splitter  with  the  beam  splitter  surfaces 
at  a reflection  angle  of  near  45°  in  the  horizontal  plane 
with  a horizontally  polarized  beam.  The  gold  coated  side 


of  the  beam  splitter  was  always  facing  the  detector  at  a 
45°  angle. 

Reflecting  Surfaces . The  nonspecularly  reflecting 
surfaces  studied  were  (1)  smoked  MgO,  (2)  a MgCO^  block, 

(3)  a nonspecular  gray  paint,  (4)  a pigmented,  polymeric 
bead  paint,  and  (5)  3M  Company  Black  Velvet  paint.  The 
smoked  MgO  surface  was  prepared  by  burning  research  grade 
magnesium  ribbon  in  air  beneath  a 25  mm  diameter  steel  disc. 
The  burning  ribbon  was  constantly  moved  around  beneath  the 
disc  to  deposit  a uniform  coating  of  approximately  1 mm 
thickness.  The  MgCO^  sample  used  was  a 7 cm  by  7 cm  block 
of  medicinal  grade  carbonate  of  magnesia.  The  MgCO^  block 
was  prepared  by  gently  rubbing  an  area  of  the  block  flat 
with  a fingertip.  The  three  painted  surfaces  were  prepared 
by  the  Air  Force  Materials  Lab,  Elastomer  and  Coatings 
Branch.  The  paints  are  each  a two  component  type  paint 
where  a pigmented  binder  was  sprayed  onto  a surface  and 
then  the  second  pigmented  agent  was  sprayed  on.  The  paint 
samples  were  each  coated  on  three  separate  25  mm  diameter 
steel  discs. 

Detector  Assembly . The  detector  assembly  is  shown 
in  Figure  10.  The  detector  assembly  consisted  of  two 
circular  apertures,  a 0.633  ym  narrow  bandpass  filter,  and 
an  EMI  9781R  (extended  red)  photomultiplier  tube.  The 
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apertures  limit  the  f ield-of-view  of  the  detector  to  the 
area  of  concern  on  the  reflecting  surface  and  also  reduce 
the  solid  angle  subtended  by  the  detector  from  the  reflecting 
surface.  The  narrow  bandpass  filter  reduced  the  sensitivity 
of  the  detector  to  extraneous  background  radiation  other 
than  the  reflected  0.633  ym  laser  radiation.  The  EMI  9781R 
photomultiplier  tube  was  selected  for  its  extended  red 
response  and  small  dark  current  at  room  temperature  opera- 
tion. The  response  linearity  and  f ield-of-view  of  this 
detector  assembly  are  discussed  in  the  experimental  sensi- 
tivity analysis. 


Signal  Processing  Components . The  current  signal 
from  the  photomultiplier  tube  detector  was  first  amplified 
by  a Keithley  Model  427  current  amplifier.  The  current 
amplifer  output  was  DC  coupled  to  a monitor  oscilloscope 
and  AC  coupled  to  a Model  407  Autoloc  synchronous  amplifier. 
A synchronizing  signal  was  obtained  directly  from  the 
chopper.  The  DC  lock-in  amplifier  output  was  damped  with  a 
1 second  time  constant  and  parallel  coupled  to  a digital 
voltmeter  and  the  Y-input  of  an  X-Y  recorder.  The  Y scale 
thus  represents  the  radiant  power  incident  on  the  photo- 
multiplier detector.  The  X scale  of  the  X-Y  recorder  was 
calibrated  in  degrees  using  a potentiometer  readout  of  the 
angle  (i+r)  . 
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System  Operation.  The  optical  components  of  the 
measurement  system  are  shown  in  Figure  11.  The  plane  of 
Figure  11  is  horizontal.  The  laser,  half-wave  plate,  beam 
expander,  and  reflecting  surface  positions  were  fixed  on  a 
large,  flat  table.  The  reflecting  surface  was  mounted 
vertically  with  a retaining  clip  against  the  top  edge  of  the 
surface  substrate  on  a mechanical  stage  which  translated  in 
a direction  parallel  to  the  reflecting  surface.  This  stage 
was  mounted  on  a second  stage  which  rotated  about  a vertical 
axis  along  the  reflecting  surface.  The  incidence  angle,  i , 
could  be  independently  varied  by  rotating  the  reflecting 
surface,  and  different  areas  of  illumination  on  the  surfaces 
could  be  selected  by  translation  parallel  to  the  surface. 

The  beam  splitter  and  the  detector  assembly  were 
mounted  on  a triangular  base  optical  bench,  1 m long,  which 
could  be  pivoted  about  an  axis  at  the  end  of  the  triangular 
bench  directly  beneath  the  laser  beam  spot  on  the  reflecting 
surface.  This  axis  was  coincident  with  the  rotation  axis  of 
the  reflecting  surface.  A potentiometer  was  geared  from 
this  fixed  axis  to  measure  the  pivot  angle,  i+r  , of  the 
sliding  triangular  bench.  The  beam  splitter  and  the  detec- 
tor assembly  were  attached  to  the  same  transverse  adjustable 
triangular  base  mount,  but  the  centers  of  the  beam  splitter 
and  the  detector  assembly  were  separated  by  8 cm  in  a 
direction  perpendicular  to  the  triangular  bench.  The  beam 
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■'igure  11.  Primary  Components  of  the  Measurement  System 


splitter  was  mounted  on  the  upper  end  of  a pin  mount  in  a 
lens  holder.  An  8 cm  offset  bracket  connected  the  beam 
splitter  pin  mount  to  a pin  mount  for  the  detector  assembly. 
The  detector  assembly  shown  in  Figure  10  was  mounted  on  two 
mechanical  stages.  The  lower  stage  was  for  one-dimensional 
horizontal  translation,  and  the  second  was  a vertical  axis 
rotation  stage.  These  two  stages  were  used  to  align  the 
detector  assembly. 

The  linearly  polarized  laser  beam  emerging  from  the 
half-wave  plate  of  Figure  11  was  expanded  and  collimated  by 
the  beam  expander.  When  i+r  = 0 , the  beam  split  at  the 

beam  splitter  with  50%  of  the  power  transmitting  to  the 
reflecting  surface  to  be  studied  and  the  rest  of  the  power 
specularly  reflecting  out  into  the  laboratory.  The  "split" 
part  of  the  incident  beam  was  not  used  for  any  part  of  the 
experiment.  The  radiation  scattered  from  the  nonspecular 
reflecting  surface  in  the  autoreflectance  direction  (back  up 
the  beam)  again  encountered  the  beam  splitter.  Part  of  this 
scattered  radiation  transmitted  through  the  beam  splitter 
back  along  the  beam  and  was  attenuated  by  the  beam  expander. 
A portion  of  the  scattered  radiation  reflected  from  the  gold 
coated  side  of  the  beam  splitter  into  the  detector.  This 
irradiance  at  the  detector  was  the  quantity  to  be  measured. 

The  incident  beam  passed  through  the  beam  splitter 
toward  the  reflecting  surface  only  when  the  reflectance 
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measurement  angle  was  small  (about  2.5°  for  a beam  splitter 
to  reflecting  surface  distance  of  about  50  cm) . At  an  angle 
dependent  on  the  beam  splitter  to  reflecting  surface  dis- 
tance, the  incident  beam  hit  the  edge  of  the  beam  splitter. 

A technique  to  avoid  any  measurement  error  due  to  laser  beam 
scatter  from  the  beam  splitter  edge  will  be  discussed  in  the 
experimental  procedure.  At  a measurement  angle  larger  than 
the  angle  to  the  beam  splitter  edge,  the  incident  beam 
traveled  directly  to  the  reflecting  surface  with  an  increase 
in  surface  irradiance.  A constant  percentage  of  the  radia- 
tion incident  on  the  beam  splitter  from  the  nonspecularly 
reflecting  surface  was  deflected  into  the  detector  assembly. 
Thus,  a complete  scan  of  the  measurement  angle,  0<  | i+r  | <7r/2 , 

could  be  accomplished  in  two  segments  with  this  measurement 
system. 

Sensitivity  Measurement  Analysis 

A complete  sensitivity  measurement  analysis  is 
presented  to  determine  the  experimental  factors  which  must 
be  considered  to  analyze  the  reflectance  measurements.  The 
sensitivity  analysis  is  presented  by  considering  the 
principal  optical  components  of  Figure  11  individually  and 
then  the  system  alignment.  Sensitivity  is  used  here  to 
describe  the  performance  dependence  of  any  system  component 
on  the  measurement  system  variables;  i.e.,  linear 
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polarization  angle,  the  angle  i+r  , and  the  measured 
reflected  intensity. 

Laser.  The  laser  position  in  the  measurement  system 
was  fixed  and  all  system  components  were  aligned  on  the 
output  beam,  so  the  only  laser  factor  to  consider  is  the 
power  output.  The  power  output  of  the  laser  was  continuously 
monitored  with  the  Model  401C  power  meter.  A maximiom  varia- 
tion of  about  4%  in  the  laser  output  power  between  different 
reflectance  scans  was  attained  by  adjusting  the  laser 
between  scans  back  to  a maximum  output  level  between  scans. 

The  maximum  variation  of  laser  output  during  a single  scan 
was  less  than  4%.  The  laser  generally  required  more  than 
one  hour  of  warm  up  time  before  the  required  stability  could 
be  achieved. 

Half-Wave  Plate.  The  half-wave  plate  was  mounted 
directly  on  the  laser  housing  and  directly  affected  the 
laser  output  power  as  a function  of  linear  polarization 
angle.  This  dependence  of  power  output  on  the  polarization 
angle  is  shown  in  Figure  12.  The  data  were  measured  by 

i 

i placing  a power  meter  directly  behind  the  half-wave  plate  in 

the  beam  and  recording  the  power  as  a function  of  polariza- 
tion angle  as  defined  from  the  horizontal.  The  variation 
was  apparently  caused  by  front  and  rear  surface  reflections 
from  the  half-wave  plate  feeding  back  into  the  laser  cavity 
j through  the  Brewster  windows  on  the  plasma  tube, 
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Beam  Expander.  The  beam  expander  was  not  sensitive 


to  any  experimental  variables  but  alignment.  The  lens 
elements  of  the  beam  expander  and  the  pinhole  had  to  be 
accurately  aligned  to  obtain  a collimated  beam  which  emerged 
coincident  with  the  axis  of  the  input  beam.  The  focus  of 
the  converging  lens  was  adjusted  such  that  the  central 
di-f fraction  disc  of  the  focused  beam  just  overfilled  the 
25  ym  if^^nhole,  then  the  collimating  lens  was  adjusted  to 
obtain  ti;ie  longest  possible  Rayleigh  range.  The  minimum 
expanded jbeam  diameter  (with  the  25.4  mm  focal  length 
collimating  lens)  was  about  4 mm  at  the  1/e^  points. 

Beam  Splitter.  The  beam  splitter  was  the  most 
important  component  in  the  measurement  system  for  reflected 
intensity  measurements  at  near  autoreflectance  angles. 

Since  the  beam  splitter  was  a thin  gold  film  on  a dielectric 
substrate  and  was  oriented  at  approximately  45°  to  the 
incident  beam,  variation  in  the  transmittance  and  reflec- 
tance of  the  beam  splitter  for  different  linear  polarization 
angles  was  expected.  This  variation  is  shown  in  Figure  13 
where  the  dependence  of  laser  output  with  polarization  angle 
as  shown  in  Figure  12  has  been  removed  by  normalizing  the 
data  to  a constant  beam  power  reference  level.  The  lower 
curve  in  Figure  13  was  obtained  by  placing  a 1/20  wave 
mirror  at  the  nonspecular  reflecting  surface  position  normal 
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igure  13 • Variation  of  Beam  -Splitter  Transmittance  a: 

Reflectance  with  Linear  Polarization  Angle 


to  the  beam  and  measuring  the  radiant  power  at  the  detector 
position. 

The  incidence  angle  on  the  beam  splitter  changed  as 
45°-|i+r|  . The  angle  between  the  beam  splitter  and  the 

detector  was  fixed  at  45°,  but  the  transmission  through  the 
beam  splitter  to  the  reflecting  surface  changed  only 
slightly  with  the  small  incidence  angle  change.  At  the 
smallest  beam  splitter  to  reflecting  surface  distance,  the 
incidence  angle  changed  a maximum  of  2.5°  before  the  edge 
of  the  incident  beam  touched  the  edge  of  the  beam  splitter . 
The  measured  transmittance  of  the  beam  splitter  decreased 
less  than  4%  over  this  range,  so  the  beam  splitter  trans- 
mittance dependence  on  the  angle  i+r  was  ignored. 

A final  measurement  factor  of  the  beam  splitter  to 
be  considered  is  that  a small  amount  of  radiation  was 
scattered  from  the  beam  by  the  beam  splitter  surfaces.  The 
scatter  from  the  coated  side  of  the  beam  splitter  was  the 
most  significant  and  could  be  seen  by  an  observer's  eye  when 
the  laboratory  area  was  darkened.  This  beam  splitter 
scatter  presented  a background  signal  to  the  detector  when 
the  scatter  spot  of  the  incident  beam  was  within  the  field 
of  view  of  the  detector.  Figure  14  illustrates  this  scatter 
for  i+r  =0  as  a function  of  distance.  Two  steel  discs 
coated  with  lampblack  from  a fuel  rich  oxygen-natural  gas 
flame  were  used  to  block  the  two  beams  emerging  from  the 
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beam  splitter  at  a distance  of  about  3 m each  from  the  beam 
splitter.  The  lampblack  surfaces  gave  a very  small  radiation 
return  to  the  measurement  system.  The  detector  response  as  a 
function  of  detector  to  beam  splitter  distance  is  shown. 
Scatter  from  the  beam  splitter  obviously  presented  a signifi- 
cant background  signal  to  the  measurement  of  the  radiation 
reflected  from  the  nonspecular  surface,  as  in  Figure  11.  At 
one  time,  the  chopper  was  positioned  between  the  beam  split- 
ter and  the  reflecting  surface  to  suppress  this  background 
from  the  real  data.  This  made  all  data  relative  to  the 
reflected  signal  from  the  chopper.  Scanning  off-axis 

I presented  a parallax  problem  with  the  reference  spot  on  the 

i 

chopper,  so  this  technique  was  abandoned. 

All  the  measurements  accomplished  in  this  experiment 
were  with  a beam  splitter  to  detector  distance  of  8 cm,  and 
the  beam  split  at  the  beam  splitter  out  into  the  room  was 
always  incident  on  a chalkboard  on  the  laboratory  wall. 

The  background  for  each  measurement  series  for  a 
given  nonspecular  surface  was  always  recorded.  The  back- 
ground was  measured  by  removing  the  nonspecular  reflecting 
surface  which  allowed  the  incident  beam  to  travel  an  addi- 
tional 3 m before  encountering  a lampblack  surface.  There 
was  no  measurable  radiation  return  from  this  lampblack 
surface  at  the  maximum  measurement  system  amplifier  gain 
used.  Then,  a measurement  scan  of  0<|i+r|<TT/2  was 
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repeated  as  accomplished  with  a sample  reflecting  surface  in 
position. 


The  background  radiation  level  for  a given  incidence 
beam  diameter  was  constant  at  a constant  i+r  , so  the 
measured  background  linearly  varied  with  the  measurement 
system  amplifier  gain.  An  example  of  the  measured  back- 
ground is  shown  in  Figure  15  for  the  maximum  measurement 
system  amplifier  gain  used  for  any  measurements.  The  back- 
ground signal  decreased  linearly  with  a decrease  in  system 
gain  such  that  it  was  negligible  for  measurements  of  the 
reflected  intensity  from  highly  reflecting  surfaces.  The 
large  spike  at  0°  was  due  to  laser  beam  spot  scatter  from 
the  beam  splitter,  and  the  second  small  spike  at  2.5°  was 
due  to  the  scatter  from  the  edge  of  the  beam  splitter.  The 
technique  for  avoiding  the  scatter  from  the  edge  of  the  beam 
splitter,  as  done  here,  is  described  in  the  experimental 
procedure. 


Detector.  The  two  detector  factors  which  affected 
the  reflected  intensity  measurements  were  the  field  of  view 
of  the  detector  assembly  and  the  detector  linearity.  The 
spectral  sensitivity  of  the  photomultiplier  tube  was  not  a 
problem  due  to  the  narrow  emission  wavelength  band  of  the 
laser,  and  the  narrow  bandpass  filter  included  in  the 
detector  assembly  limited  any  outside  band  wavelength 


sources.  The  position  and  angular  incidence  sensitivity  of 
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the  first  photomultiplier  dynode  was  eliminated  by  the  two 
small  field  limiting  apertures  in  front  of  the  photomulti- 
plier tube.  A bias  supply  voltage  of  670  V on  the  photo- 
multiplier tube  was  used  for  all  measurements. 

The  detector  field  of  view  is  shown  in  Figure  16. 

With  the  detector  assembly  placed  directly  facing  an 
attenuated  beam  from  the  beam  expander,  the  detector  assembly 
was  rotated  according  to  the  angles  shown  while  the  position 
on  first  aperture  was  fixed.  The  clear  field  of  view  of  the 
detector  assembly  was  1®. 

The  detector  linearity  was  established  by  the  same 
set-up  as  above.  With  an  on-axis  detector  alignment  with 
an  attenuated  laser  beam,  the  incident  beam  was  further 
attenuated  using  neutral  density  filters.  Below  a photo- 
multiplier tube  current  of  2 yA  at  an  operating  voltage  of 
670  V,  the  response  of  the  photomultiplier  was  sufficiently 
linear  that  no  correction  to  the  measured  data  is  required. 

Measurement  System  Alignment.  The  final  factor  which 
affects  the  reflected  intensity  measurements  was  the  overall 
system  alignment.  The  alignment  of  the  incident  beam  from 
the  beam  expander  was  addressed  earlier.  The  principal  align- 
ment problem  was  aligning  the  beam  splitter  and  detector  assem- 
bly directly  on  the  autoreflectance  peak.  At  a measurement 
distance  (from  the  nonspecular  surface  to  the  detector)  of 
1 m,  the  detector  aperture  subtended  only  about  0.1°.  The 
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radiation  was  reflected  from  a circular  area  of  the  nonspec- 
ular  surface  which  subtended  a maximum  angle  of  about  0.2°, 
so  the  angular  reflected  intensity  resolution  was  determined 
principally  by  the  angular  breadth  of  the  spot  on  the 
reflecting  sample  from  the  detector.  These  very  small 
angles  made  the  beam  splitter  and  detector  alignment 
critical.  These  small  angles  were  nevertheless  required 
because  the  autoreflectance  peak  was  very  sharp  and  varied 
rapidly  with  small  angle  changes  near  the  autoreflection 
direction. 

Experimental  Procedure 

The  individual  components  of  the  measurement  system 
were  each  operated  according  to  manufacturer's  operation 
manuals  with  the  exception  of  the  beam  splitter  which  vfas 
fabricated  in-house.  A minimum  warm-up  time  of  one  hour 
for  all  system  components  was  always  allowed  before  data 
runs  were  accomplished.  After  warm-up,  the  individual 
components  were  aligned  along  the  two  measurement  system 
axes  for  i+r  = 0 (laser  to  surface  axis  and  the  detector 
to  beam  splitter  axis) . The  angle  i was  appropriately 
set,  and  the  system  amplifier  gain  adjusted  to  give  a 
reasonable  scale  on  the  Y scale  of  the  X-Y  recorder  for  the 
particular  surface  to  be  measured  at  the  distance  of 
measurement. 


58 


Data  were  recorded  by  dropping  the  recorder  pen  and 
manually  sliding  the  triangular  bench  gently  about  the  pivot 
axis  until  the  edge  of  the  incident  beam  touched  the  edge  of 
the  beam  splitter.  At  this  point,  the  scan  was  stopped 
momentarily,  and  the  recorder  pen  was  lifted.  The  beam 
splitter  and  the  detector  assembly  could  be  moved  transverse 
to  the  triangular  bench  by  the  transverse  adjustment  screw 
on  the  triangular  base  mount  a distance  necessary  to  move 
the  beam  splitter  out  of  the  path  of  the  incident  beam. 

Now,  the  detector  was  translated  this  same  distance  parallel 
to  the  triangular  bench  toward  the  reflecting  surface  using 
the  detector  translation  stage.  This  maintained  the  detec- 
tor field  of  view  alignment  with  the  same  spot  on  the 
reflecting  surface  as  originally  viewed  at  i+r  = 0 . This 

procedure  is  illustrated  in  Figure  17  where  the  distances 
the  beam  splitter  and  the  detector  are  moved  are  greatly 
exaggerated  for  clarity.  The  distances  involved  were 
usually  about  8 mm  (depending  on  beam  diameter) . Now  the 
incident  beam  was  not  attenuated  by  the  beam  splitter,  so 
the  system  amplifier  gain  was  corrected  accordingly.  For  0° 
polarization,  the  gain  was  decreased  by  a factor  of  two. 

The  recorder  pen  was  dropped,  and  data  were  recorded  further 
by  slowly  swinging  the  measurement  arm  out  to  | i+r  | = 7r/2  . 
This  procedure  results  in  a complete,  two  segment  scan  of 
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igure  17.  Changeover  Procedure  for  the  Two  Segment 
Reflectance  scan  (Dimensions  exaggerated) 


0<  I i+r  I <it/2  . The  total  scan  time  was  normally  about  2 

minutes  with  about  30  seconds  for  the  segment  changeover. 

A background  scan  was  accomplished  by  resetting  the 
measurement  arm  to  i+r  = 0 , the  beam  splitter  and  detec- 

tor positions,  and  the  measurement  system  gain.  The  non- 
specular  reflecting  surface  was  removed  which  allowed  the 
incident  beam  to  pass  an  additional  distance  of  about  3 m to 
a lampblack  surface.  The  measurement  procedure  of  the  pre- 
ceding paragraph  was  then  repeated  to  accomplish  the  back- 
ground scan.  The  background  was  removed  by  subtraction  from 
the  reflectance  data  for  the  reflecting  surface. 


IV  Experimental  Results 


The  results  are  presented  by  first  examining  the 
surface  microstructure  of  the  five  nonspecular  surfaces  with 
scanning  electron  microscope  photographs.  An  example  of  the 
reflected  radiation  interference  pattern  from  the  polymeric 
bead  paint  surface  as  measured  with  a photographic  exposure 
is  presented,  and  the  convolution  of  the  interference 
pattern  and  the  measurement  aperture  is  discussed.  The 
nonspecularity  of  the  reflecting  surfaces,  the  consistency 
of  the  reflectance  from  different  areas  of  the  reflecting 
surfaces,  and  the  consistency  of  the  reflectance  data  for 
different  measurement  distances  is  demonstrated.  Then,  the 
experimental  reflectance  data  for  the  (1)  MgO,  (2)  MgCO^ 
block,  (3)  nonspecular  gray  paint,  (4)  polymeric  bead  paint, 
and  (5)  3M  Company  Black  Velvet  paint  are  presented. 

Finally,  measurements  of  the  dependence  of  the  autoreflec- 
tance peak  magnitude  on  measurement  distance  and  the  angle 
of  incidence  are  presented,  and  the  effect  of  the  linear 
polarization  angle  of  the  incident  radiation  is  discussed. 

Surface  Microstructure 

The  surface  microstructure  of  each  of  the  nonspecu- 
lar reflecting  surfaces  measured  is  documented  by  field 
emission  electron  microscope  photographs.  The  photographs 
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were  obtained  with  a Coates  and  Welter  Model  100-2  CWIKSCaN 


electron  microscope.  The  photographs  are  images  from  a 
cathode  ray  tube  viewing  screen.  Figures  18-22  are  the 
electron  microscope  images  of  the  (1)  smoked  MgO,  (2)  MgC03 
block,  (3)  nonspecular  gray  paint,  (4)  polymeric  b^ad  paint, 
and  (5)  3M  Company  Black  Velvet  paint  surfaces,  respectively. 
Figure  23  is  a blow-up  of  a portion  of  the  black  velvet 
paint  surface  to  illustrate  the  microencapsulation  of 
particles  in  the  larger  spheres  of  Figure  22.  Each  of  the 
surfaces  are  oriented  at  45°  to  the  incident  electron  beam 
and  the  field  emission  detector,  except  the  MgO  surface 
which  is  oriented  at  about  30°  to  the  detector.  The  direc- 
tion of  surface  tilt  and  the  magnification  as  seen  on  the 
photographs  are  indicated  on  the  individual  figures. 

In  the  development  of  the  theory,  it  was  assiamed 
that  the  model  surface  was  made  up  of  spherical  particles 
which  were  large  with  respect  to  the  incident  radiation 
wavelength.  Figures  18-21  indicate  that  only  the  MgO, 
polymeric  bead  paint,  and  the  black  velvet  paint  surfaces 
are  formed  by  spherical  particles.  The  MgC03  block  surface 
and  the  nonspecular  gray  paint  surface  are  not  composed  of 
spherical  particles;  however,  since  the  autoreflectance  peak 
predicted  by  geometric  shadowing  (without  considering  any 
glory  interference)  is  relatively  insensitive  to  the  shape 
or  size  of  the  particles  which  form  the  surface.  Eg  20  can 
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Figure  l8.  Electron  Kicroscope  Image  of  the  KgO  Surface 
(X5OOO  I'lagnification) 


Fieure  19 


electron  I'jicroscope  imaee  of  the  I'ifyCG 
(a 500  magnification) 


Electron  hicroscope  Image  of  the  Nonspecular 
Gray  Paint  Surface  (X506  i''^enification) 


Figure  20 


Electron  Kicroscope  Imase  of  the  Pigmented 
t olymeric  *ead  Faint  (X5OO  . ap’nification) 
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Figure  22.  Electron  Microscope  Image  of  the  3F-  Company 

black  Velvet  Paint  Surface  (X5OO  Magnification) 


still  be  applied  to  these  surfaces  by  neglecting  the  glory 
term.  Also,  neither  the  MgO  nor  the  black  paint  surface 
would  be  expected  to  exhibit  any  glory  interference  because 
the  MgO  surface  particles  are  too  small  and  the  black  paint 
spheres  are  too  absorbing.  The  only  one  of  the  five  sur- 
faces considered  which  really  satisfies  the  assumptions  made 
in  the  theoretical  development  and  is  relatively  transparent 
to  the  incident  radiation  such  that  the  glory  term  may  be 
significant  is  the  pigmented,  polymeric  bead  paint. 

Resolution  of  the  Measurement  Aperture 

The  collimated  laser  radiation  incident  on  the  real 
surfaces  considered  is  reflected  into  a very  complicated 
intensity  pattern.  In  the  development  of  the  reflected 
intensity  equation,  Eq  20,  it  was  stated  that  the  measured 
reflectance  would  be  in  accordance  with  the  interference 
intensity  envelope  if  the  measurement  aperture  was  suffi- 
ciently large  not  to  resolve  the  individual  interference 
peaks.  Figure  24  illustrates  the  complexity  of  the  inter- 
ference pattern  of  the  radiation  reflected  from  the  poly- 
meric bead  paint.  Figure  24  is  a 3 cm  diameter,  open 
aperture  photograph  (no  lens)  of  the  interference  pattern 
centered  on  the  autoreflectance  paak.  The  reflecting  sur- 
face to  film  plane  distance  is  about  70  cm.  It  is  obvious 
that  a 1 . 6 mm  measurement  aperture  will  not  resolve  the 
individual  interference  peaks,  so  scanning  the  measurement 
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aperture  in  one  dimension  will  convolute  the  spatial  data 
into  a relatively  smooth  measured  reflected  intensity  dis- 
tribution. At  the  same  time,  the  1.6  mm  measurement  aper- 
ture is  small  enough  not  to  artificially  broaden  the  auto- 
reflectance peak. 

Nonspecularity  of  the  Reflecting  Surfaces 

Figure  25  is  a sample  of  a raw  data  detector 
response  scan  for  the  MgO  surface  at  normal  incidence.  The 
background  spike  at  0°  for  this  measurement  system  gain  is 
less  than  1 mm  high  so  no  background  removal  is  required. 
Figure  26  is  a sample  scan  for  the  same  MgO  surface  with  a 
30°  incidence  angle.  The  MgO  surface  is  definitely  nonspec- 
ular,  and  the  autoreflectance  peak  is  obviously  still 
present  at  i+r  = 0°  . The  same  check  for  specularity  was 
used  for  all  the  reflecting  surfaces  studied,  and  all  the 
surfaces  demonstrated  the  same  degree  of  nonspecularity  as 
the  MgO  surface. 

Uniformity  of  the  Reflecting  Surfaces 

The  repeatability  of  the  reflectance  measurements  as 
dependent  on  the  position  of  the  laser  spot  on  the  surface 
is  indicated  in  Figure  27.  This  figure  shows  three  reflec- 
tance scans  for  three  selected  areas  of  the  MgC03  block,  two 
near  opposite  edges  of  the  7 cm  block  surface  and  one  near 
the  center,  obtained  by  translating  the  surface.  This 
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variation  in  the  reflectance  as  a function  of  the  position 
of  the  beam  spot  on  the  surface  is  the  worst  case  found  for 
any  of  the  five  surfaces. 

Consistency  of  the  Reflectance  Data 

The  small  spikes  in  the  reflectance  data  curves  are 
partly  resolved  interference  peaks.  This  is  illustrated  in 
Figure  28  where  three  scans  are  shown  for  the  MgO  surface 
with  normal  incidence  at  three  different  measurement 
distances.  The  laser  spot  on  the  MgO  surface  is  held  at  a 
fixed  position.  The  consistency  of  the  reflectance  varia- 
tion with  the  angle  (i  + r)  is  apparent.  There  are  some 
differences  in  the  three  scans  which  are  readily  explained 
by  two  factors.  First,  the  angular  resolution  of  the 
measurement  aperture  depends  upon  the  distance  to  the 
reflecting  surface.  A large  measurement  distance  results  in 
greater  resolution  of  the  interference  peaks.  Second,  the 
alignment  sensitivity  can  cause  some  variation  in  the 
reflectance  scans,  particularly  in  the  small  angle  region 
about  the  autoreflectance  peak.  The  repeatability  of  the 
reflectance  data  was  generally  very  good  for  each  of  the 
surfaces  measured. 

Experimental  Reflectance  Data 

All  the  reflectance  data  for  each  of  the  surfaces 
measured  was  accomplished  according  to  the  procedure 
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described  in  the  experimental  discussion.  Figures  29-33  are 
the  reflectance  distributions  for  each  of  the  five  nonspecu- 
lar  surfaces  at  normal  incidence.  The  reflectance  data  is 
normalized  to  a theoretical  Lambertian  reflectance  numeri- 
cally fitted  to  the  detector  response  curve  for  the  MgO 
surface  with  normally  incident  radiation.  The  background 
has  been  removed,  and  the  curves  are  smoothed.  Each  of  the 
surfaces  studied  exhibits  an  autoreflectance  peak.  The 
black  velvet  paint  surface  has  a very  low  reflectance,  so 
the  background  signal  was  large  as  illustrated  earlier  in 
Figure  15.  This  results  in  some  uncertainty  in  the  real 
magnitude  of  the  autoreflectance  peak  for  this  surface,  but 
removing  the  background  signal  as  described  in  the  experi- 
mental procedure  results  in  the  data  shown.  Each  of  the 
reflectance  curves  in  Figures  29-33  were  accomplished  at  a 
measurement  distance  of  86  cm  with  the  25.4  mm  focal  length 
collimating  lens.  The  laser  spot  diameter  on  the  reflecting 
surface  with  this  condition  was  about  4 mm. 

Measurement  Distance  Dependence 

The  dependence  of  the  measured  magnitude  of  the 
autoreflectance  peak  on  the  measurement  distance  was 
obtained  by  aligning  the  beam  splitter  and  detector  assembly 
for  i + r = 0 and  sliding  the  whole  assembly  along  the 
triangular  base  pivot  arm.  The  detector  response  as  a 
function  of  measurement  distance  from  the  MgCO^  surface  with 
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Reflectance  iVngle,  r,  in  Degrees 

?'igure  29.  Smoothed  Reflectance  of  the  KgO 
Surface  with  N’ormal  Incidence 

.eflectance  /tnele,  r,  in  degrees 
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Figure  31.  Lmoothed  Reflectance  of  the  Ronspecular  3ray 
Faint  surface  with  ivormal  Incidence 
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normal  incidence  is  shown  in  Figure  34.  The  predictions  of 
Eq  20  for  this  dependence  will  be  examined  in  the  discussion 
of  the  results. 

Autoreflectance  Peak  Dependence  on  Incidence  Angle 

Another  interesting  measurement  which  can  be 
directly  performed  with  the  apparatus  described  in  the 
experiment  is  the  magnitude  of  the  autoreflectance  peak 
dependence  on  the  angle  of  incidence.  The  detector  and 
beam  positions  were  fixed  such  that  the  detector  was  always 
measuring  the  radiation  reflected  at  i + r = 0 . The 

reflecting  surface  was  rotated  about  the  pivot  arm  rotation 
axis  to  achieve  a reflectance  scan  as  shown  for  the  MgCO^ 
surface  in  Figure  35.  The  curve  does  not  go  to  zero  at  90° 
because  the  incident  beam  strikes  an  adjacent  face  of  the 
MgC03  block  at  incidence  angles  near  90°.  The  angle  of 
incidence  dependence  expected  from,  the  theory  will  be 
presented  in  the  discussion. 

Polarization  of  the  Reflected  Radiation 

To  measure  the  polarization  of  the  reflected  radia- 
tion, a Glan-Thompson  polarizer  was  introduced  between  the 
beam  splitter  and  the  detector.  Rotation  of  the  half-wave 
plate  at  the  laser  or  rotation  of  the  Glan-Thompson  polar- 
izer showed  that  the  reflected  radiation  from  the  nonspecu- 
lar  surfaces  had  no  preferred  linear  polarization  components 


81 


AO-AOM  362  AIR  FORCE  INST  Of  TECH  HRI6HT-PATTERSON  AFB  OHIO  SCH-^TC  F/6  20/6 
LASER  AUTOREFLECTANCE* (U) 

DEC  77  C W MARTIN 

UNCLASSIFIED AFIT/6EP/PH/77D-7 HL 

■ 


when  the  polarizing  effects  of  the  system  components,  as  in 
Figures  12  and  13,  are  taken  into  account.  To  insure  that 
no  circular  polarization  existed,  a quarter-wave  plate  was 
also  placed  between  the  beam  splitter  and  the  detector  in 
front  of  the  Glan-Thompson  polarizer.  The  radiation 
reflected  from  each  of  the  nonspecular  surfaces  was 
completely  unpolarized,  even  in  the  autoreflectance  region 
with  normal  incidence. 
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V Discussion 

The  experimental  results  are  compared  to  the 
reflected  intensity  equation  developed  in  the  theoretical 
discussion.  Eq  20  is  applied  for  the  MgCO^  surface  to 
examine  the  dependence  of  the  autoreflectance  peak  magnitude 
on  the  measurement  distance  and  the  angle  of  incidence. 

Then,  Eq  20  is  applied  for  the  pigmented,  polymeric  bead 
paint  surface  and  compared  to  the  measured  reflectance  data 
for  this  surface. 

Measurement  Distance  Dependence 

The  electron  microscope  image  photograph  for  the 
MgCO^  surface.  Figure  19,  showed  that  the  surface  was  not 
composed  of  spherical  particles;  however,  it  was  argued  that 
the  geometric  shadowing  portion  of  Eq  20  could  still  be 
applied  to  the  reflectance  from  such  a surface  because  the 
geometric  shadowing  is  relatively  insensitive  to  the  shape 
of  the  surface  particles.  The  surface  reflecting  the  laser 
radiation  determines  the  variables  g and  b in  Eq  7 
(which  is  the  same  as  Eq  20  when  glory  interference  is 
neglected) . If  the  angles  i and  r and  the  size  of  the 
measurement  aperture  are  fixed,  the  measured  radiation 
incident  on  the  detector  will  be  proportional  to  the  square 
of  the  distance  from  the  reflecting  surface.  Figure  36  is 


I 
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a comparison  of  the  measured  distance  dependence  of  the 
autoreflectance  peak  to  a fitted  1/R^  curve.  The  fitting 
was  accomplished  by  intersecting  the  two  curves  near  the 
midpoint  of  each  of  the  curves.  The  agreement  is  very  good, 
but  the  measured  data  does  not  exactly  fit  the  theoretical 
curve.  This  is  to  be  expected  for  two  reasons.  At  the 
smaller  distances,  the  laser  spot  on  the  reflecting  surface 
overfills  the  field  of  view  of  the  detector,  so  the  measured 
data  falls  below  the  theoretical  curve.  At  the  larger 
distances,  the  small  measurement  aperture  begins  to  resolve 
the  individual  interference  peaks.  The  measurement  system 
is  aligned  by  "peaking"  the  detector  signal  on  the  auto- 
reflectance peak.  This  can  cause  the  measured  data  to  be 
greater  than  that  predicted  by  the  1/R^  curve  because  the 
aperture  is  aligned  on  a partly  resolved  interference  peak. 
Once  an  individual  interference  peak  filled  the  detector 
aperture,  if  R was  increased  still  further,  the  measured 
data  would  be  expected  to  again  fall  as  1/R^ 

Angle  of  Incidence  Dependence 

When  i + r = 0 , Eq  7 reduces  to 

I = I^b  coslr]  (21) 

Thus,  when  b is  constant,  the  magnitude  of  the  autoreflec- 
tance peak  goes  as  cos | r | . This  result  is  compared  to 

Figure  35  for  the  MgC03  surface  in  Figure  37.  The 
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theoretical  curve  is  fitted  at  the  maximum  of  the  experi- 
mental data  at  0°.  The  agreement  is  excellent  except  at 
near  r = -90°  where  the  experimental  data  does  not  go  to 
zero  because  the  incident  beam  strikes  an  adjacent  face  of 
the  MgC03  block. 

I 

I Reflectance  Model  for  the  Polymeric  Bead  Paint 

It  was  stated  in  the  experimental  results  that  of 
1 the  five  surfaces  studied,  only  the  polymeric  bead  paint 

surface  satisfied  all  the  assumptions  of  the  theoretical 

i 

model  surface.  The  final  step  in  the  discussion  of  the 
theory  and  the  experimental  results  is  a comparison  of  the 
reflectance  data  for  the  polymeric  bead  paint  surface  and 
! Eq  20  applied  for  this  surface. 

In  order  to  apply  Eq  20  for  the  polymeric  bead  paint 
surface,  g and  a can  be  approximated  directly  from  the 
electron  microscope  photograph  of  the  surface,  Figure  21. 

This  determination  yields  a compaction  parameter  of 
g = 0.1  , and  an  average  size  particle  radius  of  a ==  5 ym  . 

The  reflectivity  coefficient,  b , and  the  glory  coeffi- 
cient, , are  most  easily  determined  by  fitting  to  the 

data  of  Figure  32.  This  was  accomplished  by  a trial  and 
error  process,  and  the  values  selected  were  b = 0.22  and 
B^=0.05b.Eq20  reduces  to 
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I = I cos  r jSin  r + (7T-r)  cos 


+ (0.01)|jo(49r)r} 


(22) 


where 


-0.1/tan  r -0.1/tan  r 

H = 2 - [1-e  ][3-e  ] (23) 

r is  used  in  radians,  and  0 < r < 7r/2  . The  result  is 

shown  in  Figure  38  as  the  dashed  curve,  and  the  solid  line 
is  the  raw  data  scan  for  the  polymeric  bead  surface  at 
normal  incidence.  A scale  is  given  to  indicate  the  magni- 
tude of  the  reflectance  relative  to  the  MgO  surface  reflec- 
tance normalized  to  an  ideal  Lambertian  reflector.  The 
background  scan  is  shown  at  the  bottom  of  the  figure.  The 
background  has  not  been  removed  to  show  the  actual  data. 

The  raw  data  scan  shows  that  the  interference  maxima 
are  almost  resolved  at  the  distance  of  86  cm.  The  interfer- 
ence effects  in  the  theory  were  only  briefly  considered,  and 
then  it  was  argued  that  the  interference  effects  degraded  to 
the  noninterfering  intensity  envelope  with  assumptions  of  a 
broad  particle  size  distribution  and  a random  particle 
arrangement.  The  actual  polymeric  bead  surface  does  not 
have  an  infinite  size  distribution  so  the  smoothing  of  the 
interference  peaks  is  somewhat  artificial. 
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tive  Reflectance 


38.  Theoretical  and  heasured  Reflectance  for  the  Pi^ented, 
Polymeric  dead  Paint  Surface  with  iJormal  Incidence 


91 


The  overall  agreement  of  the  theoretical  intensity 


1 


envelope  predicted  by  Eq  22  and  the  experimental  reflectance 
data  for  the  polymeric  bead  paint  surface  is  excellent. 
Particularly  note  that  the  second  maximum  of  the  glory  term 
occurs  at  a reflectance  angle  between  three  and  four  degrees 
for  this  surface.  This  portion  of  the  theoretical  envelope 
corresponds  very  well  to  the  angle  position  of  the  average 
of  the  experimental  data  in  this  region.  The  theoretical 
model  only  considers  two  terms  which  arise  from  geometrical 
shadowing  in  the  reflecting  medium  and  from  glory  scatter. 
The  final  result  of  the  theory,  without  resolving  the 
individual  interference  peaks  of  the  reflected  intensity 
distribution,  is  a relatively  simple  equation  which  predicts 
the  average  measured  reflected  intensity  envelope  with  a 
surprising  accuracy. 
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VI  Conclusion 


The  object  of  this  thesis  effort  was  to  experimen- 
tally analyze  the  reflectance  of  laser  radiation  from  a 
small  set  of  nonspecular  surfaces  and  to  mathematically 
model  this  reflectance.  The  measurement  system  and  measure- 
ment technique  described  allowed  very  repeatable  measure- 
ments to  be  performed.  It  was  found  that  each  of  the  five 
nonspecular  surfaces  studied  exhibited  an  autoreflectance 
peak.  It  was  also  found  that  the  magnitude  of  the  auto- 
reflectance peak  varied  inversely  with  the  square  of  the 
measurement  distance  and  as  the  cosine  of  the  angle  of 
incidence  on  the  statistically  flat  surface  studied. 

A theoretical  surface  reflectance  model  was 
developed  based  on  Hapke's  geometric  shadowing  theory  and 
van  de  Hulst's  glory  theory.  It  was  argued  that  the  inter- 

■i 

ference  pattern  of  the  reflected  laser  radiation  from  the 
nonspecular  surfaces  examined  would  not  be  resolved  with  a 
sufficiently  large  measurement  aperture  such  that  the 
measured  reflectance  distribution  would  be  closely  approxi- 
mated by  the  geometric  shadowing  and  glory  intensity 
envelopes  as  developed  in  the  theoretical  discussion. 

Quantitative  agreement  of  this  model  and  the  measured 
reflectance  data  was  shown. 
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A more  elegant  theory  accounting  for  interference 


k 


effects  could  be  developed;  however,  quantitative  validation 
of  such  a theory  could  only  be  accomplished  for  a more  ideal 
surface  than  those  studied  in  this  effort.  The  particle 
size  distribution  would  need  to  be  extremely  narrow,  and  the 
particles  would  need  to  be  arranged  in  an  ordered  array. 

Nevertheless,  the  reflectance  equation  developed  in  this 
thesis  can  be  applied  to  most  realistic  nonspecular  surfaces. 

The  measurements  accomplished  generally  support  the 
previous  work  of  Oetking  (Ref  6)  and  the  low  coherence 
length  work  of  Egan  (Ref  2) . No  extremely  large  (greater 
than  a factor  of  about  two  above  an  ideal  Lambertian 
distribution)  autoreflectance  peaks  were  observed  when  the 

background  was  properly  removed,  so  no  confirmation  of  ! 

r 

Egan's  unusually  large  autoreflectance  peaks  (Refs  2 and  3) 

can  be  stated.  It  must  be  pointed  out,  however,  that  the  ^ 

simple  reflectance  equation  developed  in  the  theoretical 

discussion  indicates  that  very  large  autoreflectance  peaks 

are  possible  when  the  glory  scatter  becomes  more  significant  J 

than  observed  with  any  of  the  five  nonspecular  surfaces  ^ 

f 

investigated  in  this  thesis  effort.  i 
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